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Introduction
Image-guided interventions typically involve the use of pre-procedure images to help surgeons perform procedures more quickly, safely and effectively (Perrin et al., 2009; Cleary and Peters, 2010) . In cardiac applications, the image data are used to identify the position of target tissues or clinically relevant structures in the heart. The success of the guidance depends on the accurate alignment of the pre-procedure imaging data and the underlying real anatomy that it represents. High spatial and temporal resolution is desirable. One possible approach is to combine high spatial resolution images acquired in the pre-procedural phase, such as Magnetic Resonance Imaging (MRI) (De Buck et al., 2005; Rhode et al., 2005; Yu et al., 2005) or Computed Tomography (CT) (Sra et al., 2007; Knecht et al., 2008; Ector et al., 2008) , with high temporal resolution X-ray fluoroscopy images acquired during the procedure. Interest in the use of echocardiography (echo) imaging as an intra-procedure modality has grown over the last few years (Grau et al., 2007; Linte et al., 2008; Wein et al., 2009; Ma et al., 2010; Noble et al., 2011; Gao et al., 2012) due to its high temporal resolution, non-invasive nature and low cost. However, echo images are affected by various artefacts and echo image quality strongly depends on the sonographer's experience and the subject's anatomy.
A significant limitation of image-guided interventions applied to organs in the chest and abdomen is respiratory motion. This causes misalignments between the pre-procedure images used for guidance and the underlying real anatomy, making the guidance information misleading and potentially dangerous . Cardiac respiratory motion contains significant variation, and the motion of the heart differs from exhalation to inhalation (intra-cycle variability), and from cycle to cycle (inter-cycle variability) (Keall et al., 2006; Blackall et al., 2006) . Successful compensation for respiratory motion is a very challenging task but is necessary to fulfil the accuracy requirements of many clinical applications (Linte et al., 2010) .
Motion models have been proposed as a possible solution. Their aim is to estimate and model the motion of the organ in order to update the pre-procedure image data to compensate for the motion, thus maintaining the accuracy of the guidance information. The typical approach is to model the respiratory motion as a direct function of some physically measurable input signal(s), or respiratory surrogate(s). During the intervention, only the surrogate data need be acquired, and the motion model produces a motion estimate based on this data (Manke et al., 2003; Shechter et al., 2005; King et al., 2009; Klinder et al., 2010) . Motion models which use this approach are often referred to as surrogate-driven motion models.
In an attempt to improve the accuracy of motion models, there has been growing interest in recent years in combining motion models with intraprocedure imaging data. Such models, also known as image-driven models, do not require physically measurable surrogates. Rather, the respiratory motion is parameterised as a function of some internal variables, such as the position in the respiratory cycle King et al., 2010) or the weights of a statistical model (Schneider et al., 2010; King et al., 2012) . During the procedure, imaging data are used to drive the model and internal variables are optimised so that the model output matches the imaging data.
To the authors' knowledge, all motion models proposed to date have a significant limitation in that, for a given value of the surrogate data or internal variables, only a single predetermined motion estimate can be produced. In probabilistic terms, the model outputs the same motion estimate with a 100% confidence in estimation. In reality, the significant intra-and intercycle variation of respiratory motion means that such a restrictive model may introduce errors into the estimation process.
Over the last few years, the concept of uncertainty has been investigated and employed in several fields of medical image processing. For instance, confidence measures have played a significant role in optical flow measurements to identify unreliable flow vectors and recover corrupted optical flow regions (Kondermann et al., 2008) . Taron et al. (2005) presented a method for obtaining an uncertainty measure from the registration process of different shapes. Similarly, Blanc et al. (2009) proposed a technique for estimating confidence regions around statistical shape models from partial observations. In this paper, we combine the concepts of surrogate-driven and image-driven motion models with the concept of uncertainty to overcome the limitations of previous motion models.
We propose a novel technique to estimate cardiac respiratory motion based on a combination of an MRI-derived pre-procedure motion model and intra-procedure real-time echo images. The main novelty of the proposed approach lies in its probabilistic formulation, allowing motion estimates to be made with corresponding confidence measures. The use of a Bayesian approach permits combination of the potentially conflicting information provided by the model and the echo data. This approach can be seen as a hybrid surrogate-driven and image-driven model since it employs a measurable surrogate signal for the model formation but uses both the surrogate and imaging data to drive the model. The MRI-derived model estimates the motion and its uncertainty which is then resolved using the imaging data. Preliminary work has been described in Peressutti et al. (2012) featuring evaluation on simulated echo images. In this paper, the Bayesian model is evaluated on more simulated echo datasets and on real echo imaging data.
Refinements to the probabilistic model are also presented.
The paper is structured as follows: the method is described in Section 2, where the prior and likelihood probability distribution functions are defined. Section 3 describes the experiments carried out to evaluate the technique on simulated and real echo images. Results of the experiments are reported in Section 4 while discussion of the results, possible applications of the technique and conclusions are presented in Section 5.
Method
An overview of our approach for respiratory motion estimation is presented in Figure 1 .
Before the procedure, ECG-gated free-breathing dynamic 3D MRI images are acquired (see Section 3.1). A respiratory surrogate signal is acquired during the dynamic MRI scan. Affine registration of the dynamic images is used to estimate the motion of the heart due to respiration. Each of the affine parameters is modelled as a function of the surrogate signal and an associated uncertainty function is estimated. This serves as the prior probability function (see Section 2.1.1). During the procedure, live 3D echo imaging data are used to form the likelihood term (see Section 2.1.2). A measure of the echo image content is used to determine the optimal combination of prior and likelihood (see Section 2.2). The final motion estimate is obtained in a Maximum a Posteriori (MAP) manner (see Section 2.1).
Bayesian motion estimation
A Bayesian framework is used to combine prior knowledge of the subjectspecific respiratory motion, in the form of a MRI-derived affine motion model, with real-time echo images. The posterior probability represents the state of certainty about a given phenomenon. The phenomenon here is the affine transformation θ that describes the respiratory motion of the heart, where θ is a vector of 12 affine motion parameters. Denoting by s the respiratory surrogate signal and by I the echo imaging data, Bayes' law states that the posterior probability function is proportional to the product of the likelihood and prior probability functions p(θ|I, s) = p(I|θ, s) · p(θ|s) p(I|s) .
(1)
The prior probability function p(θ|s) represents the degree of certainty about the respiratory motion θ given the surrogate s, before the echo images are considered. The prior is computed from the affine motion model as a function of the surrogate (see Section 2.1.1). The likelihood p(I|θ, s) represents the probability of the echo image I given the affine transformation θ and surrogate s. Thus, the likelihood encompasses the information carried by the new data, namely, by the real-time echo imaging data I.
As is common in Bayesian image analysis (Geman and McClure, 1985; Hanson, 1993) , we adopt the simplifying assumption that the normalising factor p(I|s) has a uniform distribution. The desired affine motion estimatê θ is obtained in a MAP manner,
( 2) The parameters θ and the surrogate s are optimised to maximise p(θ|I, s) given the echo image I. The prior and the likelihood terms are now described in the following sections.
Prior probability
The prior probability is formed from the MRI-derived motion model. To build such a model, affine intensity-based registrations between a reference end-exhale dynamic 3D MRI image and the remaining dynamic 3D MRI images (see Section 3.1) are performed. To constrain the registration to the heart only, an ellipsoidal mask covering the four chambers and the major cardiac vessels was employed. This registration process results in 12 affine parameters for each dynamic image. 2 nd order polynomial curves are fitted in a least-squares sense to each affine parameter as a function of the respiratory surrogate signal (King et al., 2009) . Given a value s of the surrogate acquired in the intra-procedure setting, the MRI-derived motion model outputs a twelve parameter affine transformation, denoted byθ(s).
To incorporate a measure of uncertainty into the motion estimates made by the motion model, Gaussian distributions are fitted to the variations of each of the 12 affine parameters away from the model estimateθ(s). An example of model fitting and a Gaussian function is shown in Figure 2 for the 1 st affine parameter, i.e. anterior-posterior (AP ) translation. The peak of the Gaussian corresponds to the fitted valueθ i (s) while the variance σ 2 p i is a function of the residuals of the fitting method and the surrogate s.
As a simplifying assumption, the 12 affine parameters are considered to be statistically independent, so the prior probability is given by the product of the 12 Gaussian distributions,
where σ 2 p i (s) is the variance function for the i th parameter. We now describe in more detail how σ 2 p i (s) is determined. Figure 2 : Example of Gaussian distribution function for the first affine parameter (AP translation). (a) shows the 2 nd order polynomial functionθ 1 (s) that models the observations y 1 as a function of the surrogate s. As shown in (b), g 1 (θ 1 (s), s) is used to derive the variance of the Gaussian distribution as a function of the residual error and surrogate s. 95% confidence intervals in prediction (dashed blue lines) (c) and the resulting probability distribution function for the AP translation (d) are shown.
We denote by y i the observations for the affine parameter i. For instance, Figure 2 (a) shows the distribution of y 1 as a function of the surrogate s. The linear regression model solves
where X is the design matrix having [s 2 s 1] as column vectors and as many columns as the dynamic MRI images, β i are the regression coefficients of the polynomial function definingθ i (s) (see Figure 2 (a)) and i is the error term for the affine parameter i (Seber and Lee, 2003) . A common assumption is that i is normally distributed over the predictor variables (homoscedasticity). However, as can be seen in Figure 2 (a) and 2(b), the residual distribution is not constant over the surrogate signal s, suggesting a correlation between the variance of the error i and the surrogate s (heteroscedasticity). The heteroscedastic behaviour of the affine parameters is due to respiratory motion variability, confirming that respiratory motion at inhale is less repeatable than at end-exhale (see Figure 2 (b)). Therefore, a heteroscedastic variance function σ 2 p i (s) is proposed
σ 2 p i (s) is the variance of the error in prediction y 0 =β i x 0 , where the first term of Eq. 5 represents the error due to the data used to computeβ i while the second term represents the variance of the error term i . For large sample sizes, the first term is negligible (Davidian and Carroll, 1987) . S i is the covariance matrix of the regression coefficients estimateβ i
whereσ 2 i is the mean squared error for the affine parameter i, X is the design matrix, x 0 is the predictor vector for the new observation s 0 (x 0 = [s 2 0 s 0 1]) while g 2 i (θ i (s), s) describes the variance of the model error i as a function of s. As proposed by Davidian and Carroll (1987) , g i (θ i (s), s) is a function fitted to the absolute values of the residuals for the parameter i (see Figure  2 (b)). 2 nd order polynomial functions and least-squares fitting were again employed. This heteroscedastic model allows us to generate a probability density function with a variance that depends on the surrogate value, as shown in Figure 2 (d).
Likelihood
The likelihood function p(I|θ, s) estimates the probability that the acquired image I would be generated by a given affine motion θ. , I) → 1), the higher the value of the likelihood p(I|θ, s). An automatic method for determining the optimal value of σ 2 l is now described.
Optimisation of σ 2 l
The values of σ 2 l and σ 2 p i affect the final motion estimate by changing the peak of the posterior probability function. For instance, using a noninformative prior, i.e. a uniform distribution function (σ 2 p i → ∞), would lead to a motion estimate completely driven by the likelihood function, whereas, on the other hand, greater values of σ 2 l would lead to a motion estimate tending to the model estimateθ(s).
As detailed in Section 2.1.1, σ 2 p i was determined by the model data, i.e. the residuals of the modelling process. Therefore, the only free parameter that needs to be chosen in our technique is σ 2 l . A reasonable assumption is that the value of σ 2 l should reflect the quality of the information provided by the new echo imaging data, i.e. the quality of the acquired echo images, I. Ideally, if the echo imaging data were good enough to fully characterise the position of the heart, the prior knowledge from the model would not be necessary.
Quantification of image quality is a controversial and challenging topic, especially for echo imaging, due to its characteristic speckle pattern and many other artefacts such as shadowing, spatial distortion and multiple reflections (Kremkau and Taylor, 1986; Thijssen, 2003; Noble and Boukerroui, 2006) . In this work, the relationship between σ 2 l and a differential signal-to-noise ratio (SN R d ) of the echo images is investigated, resulting in a simple empirical expression that can be used to determine the optimal value of σ 2 l before the Bayesian optimisation is performed.
Since the left ventricle (LV) was well imaged by both the dynamic MRI and echo images, the following differential SN R d measure was considered
where µ myo and σ myo are the mean and standard deviation of the LV myocardium voxel values while µ blood and σ blood are the mean and standard deviation of the blood voxel values in the LV cavity. Higher values of SN R d mean that LV myocardium voxels have more homogeneous values that differ markedly from voxels of the blood, therefore the echo image is highly informative. On the other hand, low values of SN R d indicate poor contrast images with more heterogeneous values of the LV myocardium voxels. For each echo image, the SN R d is computed and the empirical model used to determine a value for σ 2 l . This value of σ 2 l is used in the optimisation of the posterior probability. Section 3.5 provides further details on how the determination of the optimal σ 2 l was carried out for the simulated and real echo images.
Experiments
The Bayesian technique proposed was tested on simulated echo images (see Section 3.3) and on real echo imaging data (see Section 3.4). The use of simulated echo images, with realistic MRI-derived motion fields, enabled us to perform a thorough accuracy/robustness evaluation with known, goldstandard, motion fields. The use of real echo images enabled evaluation on data similar to those which would be acquired in a clinical environment, but without known, gold-standard, motion fields.
In both cases, the prior probability term was formed from the MRIderived affine motion model. Details of the MRI sequences are provided in Section 3.1.
MRI acquisition
The MRI images were acquired using a 1.5T Philips Achieva MRI scanner. The dynamic 3D MRI sequence was used for forming the motion model :
Dynamic 3-D : 3-D TFEPI, ECG-triggered and gated at late diastole, typically 20 slices, T R = 10ms, T E = 4.9ms, flip angle = 20 • , acquired voxel size 2.7 x 3.6 x 8.0mm 3 , reconstructed voxel size 2.22 x 2.22 x 4.0mm 3 , TFE factor 26, EPI factor 13, TFE acquisition time 267.9ms.
The dynamic 3D sequence was ECG-triggered and gated, so one volume was acquired for each heart beat. The images therefore represented the motion of the heart due to respiration only. Compared to the dynamics of respiration, the short acquisition time (267.9ms) allows acquisition of near motion-free 3D images. 2-4 dynamic volumes were typically acquired for each breathing cycle. During the dynamic scan, the subject was asked to breathe in three different ways: normal, fast and deep breathing. This allowed respiratory variability to be captured and modelled. The overall acquisition of the dynamic MRI images lasted approximately 2-5 min. For this study, 13 volunteer datasets were processed, 9 datasets for simulated echo images (Vol. A-I) and 4 datasets for real echo data (Vol. J-M). For volunteers A-D, the dynamic sequence acquired 300 images (100 images for each different breathing pattern) while for the remaining volunteers E-M, the dynamic sequence acquired 120 images (40 images for each breathing pattern). In the latter case, the number of images was sufficient to represent an adequate number of respiratory cycles (at least 4) for each breathing pattern. The short acquisition time for each dynamic image (267.9ms) put restrictions on the coverage of the dynamic scans, therefore the field of view covered most, but not all, of the four chambers of the heart.
In addition, for each of the 13 volunteer datasets considered, a high resolution 3D MRI volume was acquired :
High resolution 3-D : 3-D balanced TFE, cardiac gated at late diastole, respiratory gated at end-exhale, 5mm navigator window, typically 120 sagittal slices, T R = 4.4ms, T E = 2.2ms, flip angle= 90 • , acquired voxel size 2.19 x 2.19 x 2.74mm 3 , reconstructed voxel size 1.37 x 1.37 x 1.37mm 3 , the acquisition window was optimised for each volunteer and was on average 100ms, scan time approximately 5 minutes.
The high resolution MRI image is a standard pre-procedure acquisition in many clinical protocols and provides high spatial resolution information about the anatomy and pathology of the heart. For the simulated echo experiments, the high resolution MRI volume was segmented and used in the echo image simulation (see Section 3.3), while for the real echo experiments it was used for evaluation purposes (see Section 3.4). Also, the segmentation of the LV from the high resolution MRI image was employed for computing the SN R d of the echo images (see Section 3.5).
Comparison of estimation techniques
To evaluate the performance of the proposed method, for both simulated (see Section 3.3) and real echo experiments (see Section 3.4), several motion estimation approaches were compared: 
Given the difference in units of the 12 affine parameters, the values of each affine parameter are normalised with respect to their standard deviation before PCA is applied. The PCAbased model estimateθ P CA is obtained by optimising the d-component vector α of weights that maximiseŝ
where θ P CA (α) =Ȳ + d j=1 α j v j . A hill climbing optimisation algorithm was used; simple model and image: using a method similar to that described in Blackall et al. (2005) and King et al. (2010) , the estimate is obtained by
This approach corresponds to an image-driven model, without providing either a measure of uncertainty nor deviating fromθ(s). A hill climbing optimisation algorithm was used;
Bayesian: our proposed motion estimate (see Equation 2). As described in Section 3.5, the optimal value of the likelihood variance was determined by means of Eq. (12) for all simulated and real echo images. In the optimisation, the model-only estimateθ(s) was used as a starting estimate. A hill climbing algorithm was used to estimateθ.
Evaluation using real MRI, simulated echo data
The Bayesian motion model was evaluated on simulated echo images derived from the high resolution MRI image and the dynamic MRI images employed to build the model, as described in Peressutti et al. (2012) . The evaluation presented here adds 5 extra volunteer datasets, and more realistic fields of view (FOV) and acoustic windows for the simulated echo images.
A block diagram illustrating the evaluation using simulated echo imaging with realistic, gold-standard, motion fields is shown in Figure 3 .
The superior-inferior (SI) displacement of the dome of the left hemidiaphragm was chosen as the respiratory surrogate signal and automatically extracted from all dynamic MRI images, simulating an MRI navigator echo (Savill et al., 2011) . As described in King et al. (2009) , the SI diaphragm displacement as imaged by X-ray fluoroscopy images can also be employed as the intra-procedure surrogate signal.
The dynamic MRI image having the highest SI displacement was selected as the end-exhale reference image for registration. In order to have Figure 3 : Block diagram of the echo simulation and leave-one-out validation framework. Real dynamic MRI images are non-rigidly registered to a dynamic end-exhale reference image, and warped using the resulting motion fields to create artificial, but realistic, dynamic MRI images with known gold standard motion fields. Each artificial MRI image is left out in turn. The non-rigid motion field of the left out dynamic is combined with a segmented high resolution MRI image to produce a simulated 3D echo image. By using an intensity-based affine registration algorithm, the remaining artificial MRI images are used to form the motion model. To assess the accuracy, the affine motion fields A are estimated by the model and then compared with the left-out ground truth non-rigid motion fields G. a gold-standard set of deformation fields to simulate echo images and validate the motion model, a free-form deformation (FFD) registration algorithm (Buerger et al., 2011) was used to register each dynamic MRI image to the end-exhale reference image. The non-rigid registration resulted in a set of ground truth deformation fields G and the corresponding 'artificial' set of warped 3D MRI images was used to build the motion model and form the prior probability (see Section 2.1.1). Thus, in this evaluation, the intensitybased affine registration was applied to the 'artificial' set of warped 3D MRI images instead of the original dynamic sequence. This approach was employed to obtain a gold standard set of motion fields where all deformations were known and used for accuracy/robustness evaluation.
3D echo images were simulated using the ultrasound propagation model proposed in Rijkhorst et al. (2010) . This method requires maps of the 3D acoustic impedance Z and absorption coefficients α corresponding to different tissues. The high resolution 3D MRI image was manually segmented to differentiate blood pool, myocardium, liver and lungs. Due to poor contrast, blood heart muscle lungs liver Z (10 6 kg s −1 m −2 ) 1.61 1.71 1.70 0.50 1.65 α (dB cm −1 ) 0.18 1.10 1.00 12.00 0.94 it was not possible to segment the ribs out of the high resolution volume. The values of the acoustic impedance and absorption coefficients were assigned according to Rijkhorst et al. (2010) and Baun (2010) and are reported in Table 1 . The echo simulation method uses a Lambertian reflection model simulating reflection, absorption and transmission ratios along each ray direction. The effects of finite beam width in the elevational direction and of multiple active transducer elements are also simulated. To simulate realistic speckle noise, two different textures, one for the myocardium and one for the other tissues, were used. These textures were obtained using a texture quilting technique (Efros and Freeman, 2001) applied to real 3D echo patches of the myocardium and the blood pool, acquired from a volunteer. To obtain a SN R d comparable to real echo images, Gaussian noise was added to the simulated echo images based on measurements of real echo images, as described in Section 3.5.
The high resolution MRI volume was rigidly transformed to the coordinate system of the dynamic reference MRI image and the segmentation was then warped to each dynamic inhale position using the FFD motion fields from the non-rigid registrations. The acoustic impedance and absorption maps were assigned to the warped segmentations and 3D echo images were simulated. A trans-apical acoustic window was adopted with a FOV that is typical of images acquired in real-time from a modern echo machine (see Section 3.4). The US simulation of the dynamic end-exhale reference MRI image was employed as the echo reference image I ref in the computation of the likelihood term (see Section 2.1.2).
Nine volunteer datasets were processed. A leave-one-out framework was employed to validate the Bayesian approach using simulated echo images. This means that, for each simulated echo image, the corresponding non-rigid motion fields and 'artificial' MRI image were not utilised for building the motion model and forming the prior probability (see Section 2.1.1).
Given the availability of the ground truth non-rigid motion fields G, target registration errors were used to assess the accuracy of the Bayesian model and the other comparative approaches (see Section 3.2). A set of K landmarks (≈ 35,000) was positioned on a regular Cartesian grid within a manually delimited elliptical mask covering the four chambers and the major vessels of the heart (see Section 2.1.1) in the end-exhale reference image, x k , 1 ≤ k ≤ K.
Using the left-out ground-truth motion fields G, the set of landmarks was warped in turn to each of the H dynamic MRI inhale phases, with H being either H = 300−1 or H = 120−1 (see Section 3.1). Denoting by A the affine transformation estimated by each of the techniques compared, the error in estimation was computed as
Median and 95 th quantiles were adopted as statistics because of the skewness of the error distributions. Results are reported in Section 4.1.
Evaluation using real MRI, real echo data
To evaluate the Bayesian motion model on real live echo images, experiments were carried out in an XMR catheterisation suite (Rhode et al., 2003 . This system allows automatic determination of the MRI to patient rigid transformation, employing an Optotrak 3020 optical tracking system (Northern Digital Inc.) to track the patient bed. The workflow used is illustrated in Figure 4 . While in the case of simulated echo images the SI displacement of the diaphragm was employed as a respiratory surrogate signal (see Section 3.3), for real echo images a respiratory bellows placed on the chest of the subjects was used to form the prior probability p(θ|s) and to optimise the posterior probability p(θ|I, s). The respiratory bellows signal can be easily acquired during the procedure and used as the intra-procedure surrogate signal s.
3D live echo images were acquired using an iE33 3-D real-time echocardiography system with a X3-1 3 to 1 MHz broadband matrix array transducer (Philips Healthcare). Light emitting diodes attached to the echo probe were tracked using the Optotrak tracking system, allowing registration of the echo images to the physical space of the XMR suite. The image-to-probe calibration method proposed by Ma et al. (2009) was employed. Following the registration framework described in King et al. (2010) , the MRI to echo imaging rigid transformation was computed. Since tracking data, echo imaging data registration Figure 4 : Workflow employed to evaluate the technique on real echo imaging data. The dynamic MRI images were used to build the affine motion model. A respiratory bellows was employed as surrogate signal. The MRI-derived affine motion model formed the prior probability, whereas the full-volume 3D reference and 3D live echo images formed the likelihood term. Optical tracking together with calibration of the XMR catheter laboratory and the echo probe provided the rigid transformation between the MRI and the echo imaging coordinate system. For evaluation purposes, the high resolution MRI image was transformed to the dynamic MRI coordinate system and then warped with the motion estimates produced by the different approaches compared (see Section 3.2). The corresponding live 3D echo was overlaid onto the warped MRI image and misalignment was visually assessed. and respiratory bellows data were acquired on different machines, synchronisation of the machine clocks and time stamping of all data was performed to ensure temporal correspondence. The geometric characteristics of the 3D live ultrasound beam, in pyramidal coordinate system, were: inclination angle = 30 • , inclination offset = −1 • , azimuthal angle = 55 • , azimuthal offset = -27.5 • , radial depth = 140mm. These same parameters were used to simulate the 3D echo images in the previous Section 3.3 to improve the realism of the simulated images and assess the similarity between simulated and real echo images. An example of beam shape, a simulated echo image and a real echo image are shown in Figure 5 . For the echo machine employed, the 3D standard echo images are acquired over four beating cycles of the heart, i.e. they are compounded from 4 smaller volumes, each acquired in a single heart beat. Therefore, the volume imaged by a standard echo image is four times bigger than the volume imaged by 3D live echo images. Four volunteer datasets were acquired. For each dataset, 4 standard echo images were acquired during end-exhale breath hold and 12 sequences of free-breathing live echo images were acquired. Of the 12 free-breathing sequences, 3 sequences were acquired during normal breathing, 3 during fast breathing and 3 during deep breathing. Each sequence lasted approximately 4 seconds and live echo images were streamed at a rate of 14 images per second. However, since the MRI-derived motion model describes the heart's position at end-diastole, the echo images were manually retrospectively gated at end-diastole, resulting in 4 to 6 live echo images per sequence. Modified parasternal acoustic windows were used and the standard end-exhale echo image covering a similar FOV to the live images was employed as the reference image for the computation of the likelihood term (see Section 2.1.2).
By using the MRI to patient rigid transformation, the standard fullvolume reference echo images and the live echo images were transformed to the coordinate system of the dynamic MRI images, where the affine motion model was represented. Given the value of the respiratory bellows corresponding to each live echo image, the respiratory position was estimated by each of the different estimation methods (see Section 3.2).
To assess the accuracy of the motion estimates, the high resolution MRI image was first rigidly transformed to the dynamic MRI coordinate system and then warped to the affine inhale position estimated by each approach. The corresponding live echo image was overlaid onto the warped high resolution MRI image and the maximum misalignment error of corresponding anatomical landmarks (e.g. inter-ventricular septum, LV posterior wall) was visually assessed. As they had higher image contrast, anatomical landmarks on the lateral/posterior LV wall were mainly considered for error assessment, while the position of the septum was used to assess the overall realism of the motion estimate. The GIMIAS open-source visualisation software (Larrabide et al., 2009 ) was used to estimate the misalignment. Three independent observers were asked to assess 200 pairs of images (i.e. 50 pairs of images for each volunteer, 10 for each of the estimation techniques compared (see Section 3.2)) randomly selected and measure the maximum misalignment error. Observers were also asked to report any obviously unrealistic motion estimations. The evaluation assessment was blinded, that is the observers were presented with the image pairs without knowing which technique they were produced with. An example of misalignment assessment is shown in Figure 6 . Results are reported in Section 4. Figure 6 : Example of evaluation assessment using GIMIAS. The 3D live echo image is overlaid onto the transformed high resolution MRI image and the maximum misalignment error (shown in green) is measured. 3D plane orientation is shown on the left. On the right, error assessment shown on the transformed high resolution MRI image (top) and on the 3D live echo (bottom) shown in a modified coronal view.
Determination of the optimal σ 2 l
To automatically determine the optimal value of σ 2 l , we employ a simple linear model based on the SN R d of the echo images. This means that each echo image will potentially have a different value of σ 2 l used in the optimisation, depending on the quality of the image. We now describe the formation of this simple model based on the simulated and real echo images.
We first need to compute the SN R d for each echo image. For simulated echo images (see Section 3.3), LV myocardium and blood were known from the segmentation of the high resolution MRI image used for echo simulation (see Section 3.3). For each dataset, two inhale echo images were selected and Gaussian noise having different values of variance was added in the simulation process to vary the SN R d of the simulated images. Twelve evenly distributed values of σ 2 l were selected and the Bayesian estimation for each image and for each value of σ 2 l was computed. For each image, the value of σ 2 l producing the lowest target registration error (see Section 3.3) was determined.
For real echo images (see Section 3.4), LV myocardium and blood were segmented from the high resolution MRI image and transformed to the dynamic MRI coordinate system. Given the availability of the image-only registration between the full-volume reference echo and the live echo images (see Section 3.2), the LV segmentation was warped to each live echo image using the image-only registration and the SN R d was computed for each live echo image. For each of the four volunteers, approximately 15 images were selected and, as for the simulated echo, 12 evenly distributed values of σ 2 l were selected and the Bayesian estimation computed. The value of σ 2 l generating the lowest misalignment error (see Section 3.4) was selected. Figure  7 shows the distribution of σ 2 l producing the best results for simulated echo images and real echo images as a function of the SN R d . As can be seen, the overlap of the two distributions is high, confirming the similarity between the simulated and real echo images. A linear function was employed to describe the relationship between σ 2 l and SN R d
A linear function represented the best trade-off between the quality of fit and the simplicity of representation. Furthermore, the possible range of SN R d values for real echo images (0 < SN R d < 1.5) and simulated echo images (1 < SN R d < 1.3) ensured σ 2 l > 0. To separate data used for parameter estimation and data used for evaluation, a 1 and a 2 were computed using a leave-one-out test, which means that, for any given dataset, the corresponding a 1 and a 2 were fitted without considering the best σ 2 l derived from the same dataset. A least-squares fitting was used and typical values were a 1 = −1.1 · 10 −3 and a 2 = 2.2 · 10 −3 , with a correlation coefficient of 0.75 (see Figure 7) .
When applying the Bayesian model, for each dataset of simulated and real echo images, the SN R d of each image was determined as described above and, given a 1 and a 2 , the optimal σ 2 l was computed image-wise (see Eq. 12) and used for the likelihood term of the Bayesian estimation method.
Results
Results achieved for simulated and real echo images are presented in Section 4.1 and 4.2, respectively. The median values rather than the mean values are employed as statistics since the error distributions were skewed and non-Gaussian. 95 th quantiles represent the worst case scenario and are therefore paramount in clinical applications.
Simulated echo data
The median and 95 th quantile of the target error for each of the estimation techniques compared are summarized in Figure 8 and reported in Table 2 .
For each of the 9 datasets considered, the accuracy error achieved by the Bayesian method was lower than any other comparative approach. To summarise the performance of the Bayesian estimation, we also computed the mean/max improvements of median/95 th quantile. The mean is the average improvement of the median error over all 9 datasets. The mean/max improvements achieved were 10.6%/18.9% over the best comparative technique. The best comparative technique was defined to be the technique having the lowest 95 th quantile, which was, for 8 volunteers out of 9, the combination of a motion model and image data. Mann-Whitney U-tests were performed between the Bayesian error distribution and the best comparative technique. For all volunteers, statistical significance was found with p < 0.05. Table 3 reports the median and 95 th quantile of the maximum misalignment error measured by the three independent observers. Given the lower number of samples for real data compared to simulated data, rather than median/95 th quantile, all misalignment errors for Vol. J-M are shown in Figure 9 .
Real echo data
As for simulated echo images, the Bayesian method outperformed all the other estimation methods, with mean/max improvements in estimation accuracy of 20.8%/41.5% over the best comparative approach. The best comparative technique was again defined as the technique having the lowest 95 th quantile. The mean value is the average improvement of the median error over the 4 datasets. Mann-Whitney U-tests between the Bayesian results and the best comparative results confirmed statistical significance with p < 0.05 for Vol. J and Vol. K. The highest XMR-based MRI-to-physical registration and echo probe calibration errors were found for Vol. L, which might explain the poor performance of all motion estimation techniques.
Unrealistic motion estimates were reported for 26 out of 40 image-only estimates, while no unrealistic estimates were generated by the other estimation techniques. At least one unrealistic image-only motion estimate was reported for each dataset. An example of an unrealistic image-only estimate is shown in Figure 10 
Discussion and conclusions
We have presented a novel Bayesian model for respiratory motion estimation and compensation in image-guided cardiac interventions. Our method combines a MRI-derived affine motion model of the heart with intra-procedure live 3D echocardiography in a Bayesian approach. The novelties of the proposed method lie in its probabilistic formulation, that embeds a measure of confidence in its estimates and resolves the uncertainty related to the variability of respiratory motion and the potentially conflicting information carried by the model and the imaging data. Moreover, the use of probability density functions overcomes the limitations of motion models proposed so far, allowing the Bayesian motion estimate to deviate from the predetermined model only estimate. By determining the optimal value of the only free parameter σ 2 l , the Bayesian technique adapts automatically to the quality of the echo images. The Bayesian method was initially proposed in Peressutti et al. (2012) ; this paper presented evaluation on more 3D simulated echo datasets and 3D real echo datasets, a heteroscedastic variance function for the prior probability and an automatic method for choosing σ 2 l . Simulated echo images with realistic MRI-derived motion fields were employed to perform a thorough accuracy/robustness evaluation with known, gold-standard, motion fields. Results showed mean/max accuracy improvements in motion estimation of 10.6%/18.9% over the best comparative estimation technique. Although echo image artefacts such as spatial distortion and incidence angle were not included in the simulation process, realism of the simulated echo images was improved by including real speckle textures and Gaussian noise. Even though SN R d is a simple measure of echo image quality, the comparable SN R d values achieved for simulated and real echo images suggest that similar image quality was achieved. The lack of the rib cage simulation was compensated by the selection of an echo beam positioning that resembled realistic acoustic windows.
Real echo imaging data enabled evaluation on data similar to those which would be acquired in a clinical environment. For the 4 volunteer datasets considered, results showed the Bayesian method to outperform all comparative approaches, producing the lowest misalignment errors with mean/max improvements in estimation accuracy of 20.8%/41.5%. Due to more sources of inaccuracy, such as errors in the probe and XMR suite calibration (Rhode et al., 2003 Ma et al., 2009) , synchronisation, evaluation assessment and errors due to echo image artefacts not included in the simulation, errors were higher for real echo images compared to simulated echo. In addition, the respiratory bellows signal was subject to amplitude drifts, which directly affect model-only estimates. Spirometry has also been proposed in the literature as a surrogate signal but is impractical to use in most cardiac interventions, causing high discomfort to the patient. Echo images employed in this study were acquired in a supine position, where the position of the heart is not ideal to be imaged. Better quality echo images could further improve the Bayesian motion estimates. Future work will investigate methods to identify anatomical regions that maximise the information gained from the echo images about the variability of respiratory motion. This paper has also provided a comparative study on motion estimation techniques available in the literature. Results from both simulated and real echo images have confirmed the findings presented in King et al. (2010) , showing the combination of a motion model and echo data to be more robust than the echo image-only estimation, which, despite being accurate in the area of coverage of the echo images, is not reliable for a whole heart motion estimation. Furthermore, echo image-only registration was unstable if a suitably close starting estimate was not provided. The improvement gained by the Bayesian method over the model and image technique represents the amount of respiratory variability that Bayesian estimates are able to capture. Since this variability is highly subject dependent, so is the level of improvement. Therefore, results were particularly improved for individuals where breathing patterns altered significantly. This adaptability to changes in breathing patterns means that our method has the potential to widen the patient population who could benefit from image guidance. Concerning model only estimates,θ(s), inaccuracies affecting the respiratory surrogate measurement in building and applying the model directly affected the estimation accuracy, resulting in higher errors, particularly for the real echo experiments. The performance of the PCA-based motion model was comparable to the image-only estimation, even though no initial estimate was provided to the PCA-based model. The lack of the surrogate information along with artefacts and a low quality of the echo images may be the cause of the poor performance of the PCA-based motion model. Accuracy errors corresponding to no motion estimation highlight the need of motion compensation techniques to fulfil clinical requirements (Linte et al., 2010) .
A simple but effective formulation for the automatic determination of the optimal weighting of the likelihood and prior terms was also proposed. The linear relationship between σ 2 l and SN R d simplifies the application of the Bayesian model, which only requires the knowledge of the SN R d of the echo image acquired. The formulation for the optimal σ 2 l is meant to be valid for any new patient dataset and for this reason we used a leave-one-out technique to derive the coefficients a 1 and a 2 for the datasets considered. However, the typical values of a 1 and a 2 need to be evaluated on a larger set of volunteers/patients to account for variations affecting the echo imaging acquisition. In this study, the SN R d was derived from the echo-only image registration and, given the increasing availability of 3D live-stream echo images and parallelisation algorithms, the SN R d could be rapidly computed and made available for the Bayesian estimation. The proposed method for determining the optimal value of σ 2 l used a segmentation of the LV cavity and myocardium derived from the high resolution MRI image, which were then warped to each live echo image using the MRI to patient rigid registration and the affine echo-only registration. The MRI to patient rigid registration is available from the XMR suite and the associated rigid registration errors are estimated to be approximately 2 mm . The affine echoonly image registration was used to warp the LV segmentations to the respiratory position of each live 3D echo image since, as previously shown by King et al. (2010) and as confirmed by our results, echo-only registrations produce reasonably accurate estimations within the echo FOV (although much less so outside the FOV). For these reasons, the proposed approach has proved to be accurate enough to make an approximate estimate of SN R d . However, alternative methods that rely on echo images only, such as histogram clustering techniques, could be employed instead (Noble and Boukerroui, 2006) .
As already mentioned in Section 2.1.1, the assumption of statistical independence of the affine parameters is a simplification and may not be strictly valid. However, accounting for the unknown dependencies between parameters would require a large amount of data, increasing the complexity of the clinical acquisition protocol and the Bayesian estimation. Therefore, the proposed formulation represents a simplified but effective description of the prior information about subject-specific respiratory motion. The time required to build the prior probability term depends on the affine registration algorithm used. In our case, from the acquisition of the dynamic MRI images, the prior probability term was built in less than 20 minutes. This time lag is shorter than the time required to move the patient from the MRI scanner to the operative X-ray table and to prepare them for the intervention. The Bayesian method was implemented in C++ with an average CPU execution time of 120 seconds on an 8-core i7-2600 processor per echo image. Therefore the technique is not currently real-time. However, code optimisation was not the focus of this paper and will need to be considered for real-time application.
Echo imaging is not currently used routinely in image-guided cardiac interventions, but there is an increasing trend toward incorporating echo information in the procedural workflow (Linte et al., 2008; Wein et al., 2009; Gao et al., 2012) . Our method provides a framework for using echo data to estimate respiratory motion, which could be used in combination with a robotic arm (Ma et al., 2010) for automatic acquisition of the 3D live echo images during the procedure. In principle, the Bayesian model could be used without the measurement of the respiratory surrogate during the procedure, since the surrogate is optimised as part of the maximisation of the posterior probability. This would reduce the impact on the clinical workflow.
Future work will evaluate the Bayesian model on patient data and transoesophageal echo images. In terms of clinical applications, the Bayesian model has the potential to improve guidance in many cardiac interventions, such as catheterisation procedures for EP studies, valve implantation, or cardiac stem cell implantation, where the accuracy requirement is very high. Finally, this work showed results for cardiac respiratory motion, but could be applied to improve the accuracy of image-guided interventions applied to any other organ affected by respiratory motion.
Download
The MRI and echo datasets of Vol. J, Vol. K, Vol. L, and Vol. M and the description of how to use them are available to download at https: //www.isd.kcl.ac.uk/BayesianModel/.
